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This paper presents the design and analysis of a liquid refractive index sensor that
utilizes a unique physical mechanism of resonant optical tunneling effect ROTE.
The sensor consists of two hemicylindrical prisms, two air gaps, and a microfluidic
channel. All parts can be microfabricated using an optical resin NOA81. Theoret-
ical study shows that this ROTE sensor has extremely sharp transmission peak and
achieves a sensitivity of 760 nm/refractive index unit RIU and a detectivity of
85 000 RIU−1. Although the sensitivity is smaller than that of a typical surface
plasmon resonance SPR sensor 3200 nm/RIU and is comparable to a 95%
reflectivity Fabry–Pérot FP etalon 440 nm/RIU, the detectivity is 17 000 times
larger than that of the SPR sensor and 85 times larger than that of the FP etalon.
Such ROTE sensor could potentially achieve an ultrahigh sensitivity of 10−9 RIU,
two orders higher than the best results of current methods. © 2010 American In-
stitute of Physics. doi:10.1063/1.3502671
I. INTRODUCTION
Accurate measurement of refractive index RI of liquid samples is of great importance to
many industrial processes and research studies.1 Over the years, many refractometries have been
developed and the sensitivity has been improved gradually from 10−2 to 10−7 refractive index unit
RIU. According to the working principles, most available methods could be roughly classified
into three categories: geometrical optics, wave optics and near-field optics nano-optics. The
geometrical optics methods make use of the ray nature of the light and usually measure the
refraction,2 reflection,3 and deflection4,5 at the interface of the liquid sample and other reference
media. As one of the most popular commercial refractometers, Abbé refractometer could reach
10−4 RIU by using the total internal reflection phenomenon. The wave optics based methods
exploit the wave nature of light and mainly measure the RI by diffraction,6 forward/backward
scattering7,8 and interference e.g., Fabry–Pérot,9–11 Mach–Zehnder,12,13 double slits,14
Michelson,15 low coherence,16 and fiber Bragg gratings17,18. These methods improve the sensi-
tivity to 10−4–10−6 RIU since the wavelength acts naturally as the absolute reference of length.
Nowadays, the near-field optics methods, which make use of evanescent waves that exists in the
subwavelength region near the interface of two medias, have attracted more and more interests.
Inspired by the recent rapid progress of nanotechnology, different near-field mechanisms have
been incorporated into the RI measurement, notably surface plasmon resonance SPR,19–21 whis-
pering gallery modes of microresonators,22 photonic bandgap waveguides,23 photonic crystal
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fibers,24 and local coupling of slab waveguides and tapered optical fibers.25,26 As the near-field
effect is confined to a subwavelength region, it intensifies the interaction and thus further improves
the sensitivity to a level close to 10−7 RIU. However, currently the 10−7 RIU has become a
formidable barrier, and none of the available methods is able to go beyond it.7,27,28 On the other
hand, the authors recently explored the resonant optical tunneling effect ROTE for optical
switching functions29 and found that it is extremely sensitive to the RI change, making it highly
potential to break the current sensitivity barrier.
In this paper, the resonant optical tunneling effect will be exploited for ultrahigh sensitivity
measurements of liquid RI using a microfluidic structure. The device design and the theoretical
analysis will be elaborated. In this sensor, the RI can be retrieved by the change of transmission
power or the shift of ROTE peak. The sensor performance such as sensitivity and detectivity will
be investigated and compared with the Fabry–Pérot etalon and the SPR method. To the best
knowledge of the authors, this is the first systematic theoretical study of the ROTE and also the
first attempt to exploit the ROTE for sensor applications. On the most fundamental level, the
refractive index varies according to the concentration of a solute in a solvent. The ultrahigh
sensitivity promises a reliable and quantitative method to monitor the tiny change of the biochemi-
cal constituents e.g., 10−9 RIU corresponds to approximately 1 fmol/l of salt in water. Further,
the refractive index of a live cell is a valuable parameter for quantifying cell physiology and
pathology.30 This is particularly useful for drug screening and biomedical studies since the cells
and other bioparticles could be monitored in real time and in their natural living states without the
need for any biochemical marking, labeling, immobilizing, amplifying, or culturing processes.31,32
The work would have a great impact on the environment protection, drinking water safety, and
biomedical discoveries.
II. CONCEPT AND DEVICE DESIGN
The top view of the ROTE sensor design is shown in Fig. 1a, which consists of two identical
hemicylindrical prisms at two ends and a microfluidic channel in the middle separated by two air
tunneling gaps. The whole structure sits on a substrate and may be encapsulated by another top
cover not shown in the figure. The microfluidic channel has a central channel and two channel
walls for the liquid sample to flow through. The structure of this sensor has seven layers in total.
The design parameters of sensor are listed in Table I. It is to be noted that the widths of the
tunneling gap, channel wall, and channel are all normalized to the wavelength of incident light.
The optical model of the ROTE sensor is illustrated in Fig. 1b. The incident light hits the
interface between the first prism and the air tunneling gap at an angle greater than the critical
angle, tunnels across the air gap, and propagates through the microchannel. It then passes another
gap and reaches the prism to form the transmission output. The symmetry of the structures ensures
a high coupling efficiency from the input to the output. The liquid sample follows through the
microchannel and becomes part of the resonant tunneling structure, thus its RI would affect the
transmission.
The corresponding quantum model is shown in Fig. 1c. According to the relationship be-
tween the refractive index n and the optical potential V Ref. 29 V=−n2k0
2
, where k0 is the
wavenumber, the high refractive index parts the prisms, the channel walls, and the central
channel correspond to low optical potentials for the photons, while the low index parts i.e., the
two air tunneling gaps produce high optical potentials and thus the optical barriers. From this
model, the incoming photons tunnel through the first optical barrier and resonate between the two
optical barriers before they tunnel again through the second optical barrier. This is how the
resonant optical tunneling effect comes into being. The resonance condition is highly dependent
on the optical path length L=n3g, where n3 is the RI of the central channel and g is the physical
length of the central channel. Once the RI is changed, the resonance condition is broken; thus the
transmission intensity will be reduced or the transmission peak will be shifted.
The microchannel structure can be fabricated by thiolene based resin NOA81 Norland optical
adhesive instead of the widely used mirofluidic material polydimethylsiloxane PDMS. NOA81
has an elastic modulus three orders of magnitude higher than PDMS typically 1 GPa and could
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FIG. 1. Device design and theoretical models of the microfluidic refractive index sensor. a Top view of the sensor
structure; b optical model of the sensor; and c equivalent quantum model of the sensor.
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fabricate pressure resistant devices for the transport of complex fluids.33 This avoids sagging
effects even for very low aspect ratio shallow channels. Moreover, NOA81 enables the replication
of submicron features, low autofluorescence and biocompatibility, which is suitable for the sensor
application. The refractive index of NOA81 is 1.56 from the datasheet. According to Table I, if the
D-line emission wavelength 589 nm is used as the light source, the width of central channel is
larger than 12 m with over 3 m channel wall. The high processing precision of NOA81
ensures that the all the design parameters could be achieved. A pair of single-mode optical fibers
can be used for light input and output. The incident angle could be adjusted by high-precision
micropositioner.
From the above discussion, it can be seen that the seven-layer ROTE sensor is similar to the
five-layer structure that was studied by the authors previously, which had two prisms, two air gaps,
and a central slab.29 The difference is that the previous study used only one central slab in the
middle, while the ROTE sensor has a three-layer microfluidic channel in the middle. This is
because the ROTE sensor is designed for liquid samples; two channel walls have to be used to
contain the liquid sample inside the central channel. As the liquid sample and the two channel
walls have higher refractive indices than the air tunneling gaps, the whole microfluidic channel
can be treated as a single layer. From this understanding, the combined effect of the central
channel and the two channel walls is equivalent to the central slab in the previous study, and thus
this seven-layer structure functions very similarly to the previous fix-layer structure in term of the
ROTE.29 This point is also supported by the illustration in Fig. 1c; the channel walls and the
central channel produce low optical potentials and do not act as optical barriers to the photons.
III. THEORETICAL ANALYSIS
To measure the RI using the ROTE sensor, there are two approaches: the intensity-based
approach and the spectrum-based approach. The former uses a single-wavelength laser as the light
source and monitors the change of transmission intensity, and the latter utilizes a broadband light
source as the input and monitors the shift of transmission peak. Detailed analyses of these two
approaches will be presented below after a brief presentation of the analytical method.
A. Transfer matrix method
According to Fig. 1b, the sensor structure can be treated as a multilayer optical medium, and
thus the transmission can be analyzed using the transfer matrix method TMM, which is widely
used for calculating the light propagation through a multilayer medium consisting of N−1
isotropic and homogeneous layers.34 Each layer is called a slab, the slabs are numbered from 1 to
N−1 from the input side to the output side, and the input space is numbered as 0, whereas the
output space is as N. According to the TMM, when the light passes the slabs, the electric field
vector and the magnetic field vector follow the relationship




Normalized tunneling gap d 1.5000 1.5000
Incident angle  42.0233° 42.0738°
Normalized channel width g 20.6350 20.7955
Normalized width of channel walls w 5.000 5.000
Refractive index of prisms and channel walls n1 1.560 1.560
Refractive index of tunneling gap n2 1.000 1.000
Refractive index of liquid sample n3 1.330 1.330
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ENHN = M · E0H0 , 1
where E0 and H0 are the electric field vector and the magnetic field vector on the input side i.e.,
in the interface between the input space and the first slab, EN and HN are the electric field vector
and the magnetic field vector on the output side i.e., in the interface between the N−1th slab
and the output space, and M is the characteristic matrix of the multilayer structure as defined by
M = m11 m12
m21 m22
 = MN−1¯M1 = 
k=1
N−1 	 cos k i sin kk
ik sin k cos k

 , 2








2 sin2 01/2. 3
The variable dk is the thickness of the kth slab, 0 is the incident angle,  is the wavelength, nk is
the refractive index with nk= 	kk1/2, and 	k and k are the permittivity and permeability of the
kth slab, respectively. The variable k is the optical admittance and has different forms for differ-
ent polarization states; there are k
s
= 	k /k1/2cos k= 	k−n0
2 sin2 01/2 for S-polarization and
k
p
= 	k /k1/21 /cos k=	k /k
s for P-polarization.
Finally, the transmission T of the entire multilayer structure can be written in terms of the

































p ·  20pm11p + m12p · Np 0p + m21p + m22p · Np 
2
. 5
Here, the S-polarization means the electric field is always perpendicular to the incident plane; it
can be also called as the transverse electric TE polarized light. Similarly, the P-polarization
means the electric field is always inside the incident plane and is the same as the transverse
magnetic TM polarized light.
B. Intensity-based refractive index sensing
This part will study the dependence of the transmission on the structural parameters and the
RI change. The designed parameters as listed in Table I. From Fig. 1a, one can imagine that the
liquid sample could flow through the central channel or the tunneling gaps. Therefore, it is
necessary to study which one has better sensitivity to the physical size and the RI.
The transmissions of both S- and P-polarizations are contoured in Fig. 2 with respect to the
channel width and the tunneling gap. The bright region corresponds to high transmission. As can
be observed in Figs. 2a and 2b, a spike of bright band appears upward for both P-polarization
and S-polarization. Near the spike, a small change of the central channel width would cause a
large variation of the transmission from bright to dark. However, with the change of the tunnel-
ing gap, the transmission is always in the bright region and thus does not vary that much. This
shows clearly that the transmission is far more sensitive to the width of central channel than to that
of tunneling gap. The transmission has different levels of dependence on the RI changes of
different parts. Figure 3 shows the contoured transmissions with respect of the RI changes of the
central channel 
n3, the x axis and the tunneling gap 
n2, the y axis. Both contours have bright
bands in the vertical direction. The transmissions vary more rapidly along the x axis than along the
y axis for both P-polarization and S-polarization, which suggests that the transmission is more
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FIG. 2. Contours of the transmission with respect to the central channel width and the tunneling gap for a P-polarization
and b S-polarization.
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FIG. 3. Transmissions contoured with respect of the refractive index changes of the central tunnel channel and the
tunneling gap for a P-polarization and b S-polarization.
043008-7 Optofluidic refractometer Biomicrofluidics 4, 043008 2010
sensitive to the RI change of the central channel than to that of tunneling gap. Quantitative
comparison can be obtained by plotting the transmission curves along the observation lines L1 to
L4 see Fig. 3. The plotted results are shown in Fig. 4. It is easy to see that the transmission drops
much faster with 
n3 than 
n2. At the initial state point J, the transmission is at 0 dB i.e., 100%
transmission. For 
n3=110−3 RIU, the transmission of the S-polarization state is reduced to
42.4 dB point Q, while for 
n2=110−3 RIU, it drops to only 8.3 dB point K. Therefore,
the transmission is over 1000 times more sensitive to the refractive index change of the central
channel than to that of the tunneling gap. For this reason, the liquid sample is designed to flow
through the central channel rather than the tunneling gap.
The influence of the polarization state can also be derived from Fig. 4. Comparing the two
curves of 
n3 those from L1 and L3, it can be seen that the S-polarization experiences a steeper
drop of the transmission than the P-polarization. For instance, at 
n3=110−3 RIU, the trans-
mission is 42.4 dB for the S-polarization point Q, whereas it is only 29.3 dB for the
P-polarization point H. Therefore, the ROTE sensor can be 10 times more sensitive when the
S-polarization is used. For this reason, the analysis below will always use the S-polarization.
To show the ultrahigh sensitivity of the ROTE sensor, the transmission variation of a Fabry–
Pérot FP etalon with 95% reflectivity mirrors is also plotted in Fig. 4. The length of the FP
resonant cavity is 33.6, which is chosen the same as the ROTE region’s effect length i.e.,
channel width+2 channel wall width+tunneling gap width. At 
n3=110−3 RIU, the FP
transmission drops to only 12.2 dB, three orders smaller than the drop of 42.4 dB in the ROTE
sensor. As the etalons have already demonstrated a sensitivity of 10−4–10−6 RIU,35 it is reason-
able to expect the ROTE sensor achieves an unprecedented level of sensitivity up to
10−7–10−9 RIU.
The above analysis uses a single-wavelength laser as the input and finds rapid drop of the
transmission when the parameters of the central channel moves away from the designed values.
Such intensity-based approach requires high fidelity of fabrication and strict control of experimen-
tal conditions such as the initial RI of the liquid sample, temperature, etc., making it challenging
in real implementation. Such problem could be circumvented by using a broadband light source as
the input and then by observing the transmission peak. Because the dimensions of this ROTE
sensor structure are normalized to the wavelength in the calculation, the broadband of light source
FIG. 4. The independence of transmission on the changes of refractive indices of the central tunnel channel 
n3 and the
tunneling gap 
n2 for P-polarization black lines and S-polarization red lines. The curves are obtained from the
observation line L1 to L4 in Fig. 3. For comparison, the transmission of a FP etalon R=0.95 is also plotted.
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can easily offset the fabrication error and the drift of experimental conditions by a shift of the
transmission peak. In addition, it makes the experimental observation easier since there is always
a peak in the output spectrum. More details are presented in the following part.
C. Spectrum-based refractive index sensing
Assume that the incident broadband light has a central wavelength of 589 nm D-line emission
of a sodium lamp and a bandwidth of 10 nm, the relationship between the peak shift and the RI
change of the liquid sample in the central channel is plotted in Fig. 5. The inset shows the actual
spectra correspond to the different RI of the liquid sample. The increase of the liquid sample RI
causes a shift of the ROTE peak toward longer wavelength. The sensitivity of sensor obtained is
760 nm/RIU. With a high-resolution optical spectrum analyzer 0.01 picometer, the sensitivity of
the ROTE senor could reach 110−8 RIU, roughly the same level as that of the intensity-based
approach.
It should be noted that the shift of peak wavelength is not the only factor that determines the
sensitivity of a sensor, the spectral width of the transmission peak is equally important. Some other
methods such as the SPR sensors and the short-cavity FP etalons could produce very large wave-
length shift in response to the RI change. However, the peak or dip has rather large spectral
width, making it difficult to find the accurate position of peak or dip, especially in the presence









where  is the wavelength shift in response to the RI change 
n and 0.5 is the 3 dB spectral
width of the spectrum. The detectivity is based on the parameter signal-to-noise ratio proposed in
some previous studies.36,37
Figure 6 compares the spectra of the ROTE sensor with the FP etalon and the SPR sensor. The
latter two have been well established for high sensitivity RI measurement. The parameters of FP
FIG. 5. Shift of the transmission peak wavelength with respect to the refractive index n3 of the liquid sample in the central
channel. The inset illustrates the shift of transmission peak with the increase of the refractive index n3.
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etalon are the same as mentioned above. The SPR spectrum is calculated using the parameters
from Ref. 37. The SPR sensor utilizes a 50 nm thick gold thin film coated on the surface of
NOA81 and has the incident light entering at 70°. It can be seen from Fig. 6 that the ROTE sensor
has much narrower spectral width than the FP etalon and the SPR sensor. The sensitivities and the
detectivities of the different sensors are listed in Table II. In terms of sensitivity, the SPR has the
largest sensitivity of 3200 nm/RIU, about 4.2 times of the ROTE sensitivity 760 nm/RIU and 7.3
times of the FP etalon sensitivity 440 nm/RIU. Nevertheless, in terms of detectivity, the ROTE
sensor obtains 85 000 RIU−1, which is 85 times larger than the FP etalon 1000 RIU−1 and
17 000 times larger than the SPR sensor 5 RIU−1. This comparison gives great confidence that
the ROTE sensor can achieve an unprecedented sensitivity of RI measurement.
IV. CONCLUSIONS
This paper aims to break the current sensitivity limit of 10−7 RIU in measuring the liquid
refractive index by exploiting a special physical mechanism of resonant optical tunneling effect.
Theoretical study shows that the sensor has much higher detectivity than the well established
methods such as Fabry–Pérot etalons and surface plasmon resonance sensors. It could achieve an
ultrahigh sensitivity of up to 10−9 RIU. This is particularly useful for drug screening and bio-
medical studies.
FIG. 6. Comparison of the transmission spectrum of the ROTE sensor with the transmission spectrum of the FP etalon and
the reflection spectrum of SPR sensors. The latter two are widely used for highly sensitive refractive index sensing.
TABLE II. Comparison of the sensitivity and detectivity of the ROTE sen-
sor, the Fabry–Pérot etalon, and the SPR sensor Ref. 37.
ROTE sensor FP etalon R=95% SPR sensor
Sensitivity nm/RIU 760 440 3200
Detectivity RIU−1 85 000 1000 5
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